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The Door open alarm indicate, that the door is not correct
closed 

The High temperature alarm indicate, that the temperature
inside the unit is higher than permitted from setting of the unit.

The Low temperature alarm indicate, that the temperature
inside the unit is lower than permitted from setting of the unit.

The Probe eprom failure alarm indicate, that the probe is
not working.

The Power failure alarm indicate, that there is no power to
the unit.

The Low battery alarm indicate, that the power on the 
battery is to low.

Alarm icons

Probe eprom failure

Alarms on display
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Control Panel  (G-214 Controller)

Control Panel Description

Up, down, left, 
right button to scolls
through the menu

Mute alarm

On/off or exit menu

Alarm (red light)

Enter (accesses the menu, accept)
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USB Data download

1.  Temperature indicator
2.  Alarm indivator
3.  Alarm-icons
4.  Compressor indication  
5.  Date indication
6.  Hour indication
7.  Ambient temperature indicator
8.  Battery level
9.  USB-Connection
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Alarm Battery (red light)

Return

Push the UP button in order to generate
a graph.

Push the LEFT button in order to return
up to 10 days back.

Push the Esc button in order to exit the
menu.




